The durability of bovine pericardium leaflets employed in bioprosthetic heart valves (BHVs) can significantly limit the longevity of heart valve prostheses. Collagen fibres are the dominant load bearing component of bovine pericardium, however fibre architecture within leaflet geometries is not explicitly controlled in the manufacture of commercial devices. Thus, the purpose of this study was to ascertain the influence of pre-determined collagen fibre orientation and dispersion on the mechanical performance of bovine pericardium. Three tissue groups were tested in uniaxial tension: cross-fibre tissue (XD); highly dispersed fibre-orientations (HD); or preferred-fibre tissue (PD). Both the XD and PD tissue were tested under cyclic loading at 1.5 Hz and a stress range of 2.7 MPa. The results of the static tensile experiments illustrated that collagen fibre orientation and degree of alignment significantly influenced the material's response. Whereby, there was a statistically significant decrease in material properties between the XD groups and both the PD and HD groups for ultimate tensile strength and stiffness (p<0.01). Furthermore, HD tissue had a stiffness of approximately 58% of the PD group, and XD tissue had a stiffness of approximately 18% of the PD group. The dynamic behaviour of the XD and PD groups was extremely distinct; for example a Weibull analysis indicated that the 50% probability of failure in specimens with fibres orientated perpendicular (XD) to the loading direction occurred at 375 cycles. Due to this failure, XD specimens survived less than 20% of the cycles completed by those in which fibres were aligned along the loading direction (PD). The results from this study indicate that fibre architecture is a significant factor in determining static strength and fatigue life in bovine pericardium, and thus must be incorporated in the design process to improve future device durability.
Introduction
Heart valve disease effects approximately 8% of the population over the age of 65 in the United States [1] . This implies that approximately 5.5 million citizens in the US are currently living with some form of heart valve disease. The primary corrective healthcare focus in this patient cohort is replacement or repair surgery, or minimally invasive intervention. Mitral valve disease is associated with a number of disease forms and heterogeneous corrective measures [2] , while aortic valve disease is more homogenous. Aortic valve stenosis (AS) is the predominant manifestation of this, with estimates that outcomes can be fatal in as many as 50% of such patients, two years following the onset of symptoms without intervention [3] .
To enhance heart valve disease patient outcomes, two types of valve replacement devices have been developed: mechanical and bioprosthetic heart valves (BHVs).
BHVs consist of a structural frame and 'tissue' leaflets; to mimic native leaflets.
Currently, BHVs are employed in the majority of replacement procedures, with use in 64% of procedures in 2001 increasing to 82% in 2011 [4] . Mechanical valves may also be used to replace a diseased patient's valve, however, the patient is required to take life-long anti-coagulation therapy following device implantation [5] . The loading imposed on valve leaflets during each cardiac cycle can be described by three dominant regimes; flexure (opening), shear (blood efflux), flexure again (closing) and finally tension (leaflet coaptation) [6] . Additionally, it is estimated that during systole, stresses in particular regions of the leaflet can reach up to 3.17 MPa, with peak stresses of 1.17 MPa observed in the diastolic phase [7] . BHVs are prone to early failure, with data in the literature clearly indicating that the durability of these devices
has not yet been optimised [8] - [12] . Furthermore, it has been reported that the animal pericardial tissue used to construct the leaflets is a factor/cause of premature BHV failure [13] - [15] .
Pericardium is a collagenous tissue which surrounds the heart, and is harvested for leaflet manufacture. Prior to valve mounting, the pericardial tissue is sterilised and fixed with glutaraldehyde. There have been a number of published studies on the mechanical characterisation of this tissue, however results differ greatly between authors [16] . Furthermore, there is limited knowledge of the mechanical fatigue performance of glutaraldehyde fixed bovine pericardium (GLBP) and the mechanical properties of GLBP have been previously investigated only in specific orientations of highly aligned specimens; exclusive of fibre dispersion. Furthermore, these studies were not conducted on commercial tissue specimens, but rather tissue fixed 'in-house' for 1-7 days, and stored in saline thereafter [17] - [22] .
Collagen fibres are the dominant load bearing component within pericardial tissue, and as with all fibrous materials, the orientation of the fibres with respect to the direction of loading is an important factor in determining the strength of the material [23] . However, to the authors' knowledge, the native pericardial fibre orientation is not explicitly considered in the manufacture or mounting of GLBP leaflets on current commercial devices.
Collagen fibre architecture can be characterised nondestructively with an optical technique, such as small angle light scattering (SALS).
SALS analysis has been used in a number of previous studies to quantify collagen fibre orientation and dispersion in bovine pericardium, prior to mechanical testing [17] , [22] , [24] - [27] . Fibre orientation describes the dominant orientation of fibres within a specimen, i.e. the angle at which fibres are orientated with respect to the loading direction. Fibre dispersion describes how highly dispersed fibres are about this dominant orientation. High fibre dispersion indicates there are fibres orientated at multiple angles about the dominant orientation, and low dispersion indicates the majority of fibres are aligned along this dominant direction.
The aim of this study was to determine the uniaxial static and dynamic mechanical properties of GLBP, controlling for fibre orientation and dispersion. Potentially, this new knowledge will aid in increasing the durability of future BHV devices.
Materials & Methods

Sample Preparation
GLBP patches were obtained from Neovasc Inc. (British Colombia, Canada), which had been both fixed and stored in 0.5% glutaraldehyde. Dogbone-shape specimens were cut from the patches of tissue with a custom-made die, where the resulting specimen gauge length/width ratio was 5.5:1 (gauge length =12.5 mm and width=2.27 mm). The dogbone specimens were imaged with SALS to ascertain fibre orientation and dispersion (see Section 2.2) and then categorised according to these parameters.
Small Angle Light Scattering (SALS)
Small angle light scattering (SALS) is a non-destructive, optical technique which utilises scattered light distributions from an incident beam to determine fibre orientation and dispersion in a fibrous sample. The design and development of the specific experimental set-up employed in this study has been previously reported [28] . Briefly, the system consists of a helium-neon laser, which passes through a sample held in a motorised positioner. When the incident beam has moved through the sample, the scattered light distribution is projected onto a screen, and an image of the light is captured (see Figure 1 ). The images are processed in a custom Matlab code (The MathWorks, Inc., Natick, Massachusetts, United States), which analyses the elliptical scattered light distribution to calculate the dominant fibre angle and the degree of fibre dispersion at each location. According to single-slit diffraction theory [29] , light scatters perpendicular to the fibres at each location, and thus the major axis of the elliptical distribution allows for determination of the dominant fibre orientation.
The degree of fibre dispersion is presented as an eccentricity value, which is calculated by means of the major and minor axes of the elliptical light at each region of interest [30] . Samples with fibres orientated in multiple directions, at each region of interest, are characterised by a circular ellipse (due to a low minor-to-major axis ratio) and hence a low eccentricity value. Conversely, highly aligned samples exhibit a very dominant major axis, and a high eccentricity value (see Figure 2 ).
As the dogbone specimens fail at the centre of the gauge length, a 1 x 3 mm area centred at this location was chosen as the interrogation region. A series of images were taken across this area, at 250µm increments, resulting in a total of 48 images for analysis per sample. Each sample was characterised as preferred fibre (PD), where the dominant fibre orientation is parallel to the direction of loading (0° ± 35°), or cross fibre (XD), where the fibre orientation is aligned perpendicular to the direction of loading (90° ± 35°). Specimens were only categorised as PD or XD if they were highly aligned in these respective directions, i.e. an eccentricity value equal to or above 0.65. [28] .
Finally, an additional specimen category was established; highly dispersed (HD),
where fibres are orientated in multiple directions (illustrated through an eccentricity value < 0.65) (see Figure 2 ).
Uniaxial Monotonic Tensile Loading
Dogbone specimens were uniaxially loaded to failure in a Zwick Twin Colum Universal Testing Machine (Zwick Roell Group, Ulm, Germany), where the sample size for each of the three groups (XD, HD, PD) was six (n=6). Each specimen was tested at room temperature, and hydrated at the beginning of the test with phosphate buffered saline (Dulbecco's PBS, Sigma Aldrich, D8537). Firstly, the specimen was preconditioned for 5 cycles, between 0.1 MPa and 1 MPa, at 20 mm/minute, and then loaded to failure at 20mm/minute. The test end criterion was defined as the point when the load returns below 80% the maximum force reached. Stiffness (E) was calculated as the slope of the final linear region of the stress-strain curve. 
Uniaxial Cyclic Tensile Loading
Dogbone specimens were uniaxially cyclically loaded in a stress-controlled environment, with a Tytron TM Microforce Testing System (MTS Systems Corporation, MN, USA). Specimens were preconditioned for 1 cycle at 0.01Hz (peak stress 3 MPa), and then repeatedly cycled at 1.5 Hz at a peak stress of 3 MPa, with an R-ratio of 0.1;
resulting in a  of 2.7 MPa (n=12). Peak/trough forces and displacements were analysed to measure specimen stiffness, which was calculated as the slope of the stress-strain curve. The test end point was defined as either failure or run-out, at 1 million cycles. Testing was conducted in a water-bath at 37° C, to simulate the physiological environment.
Statistical Analysis
Values are presented as mean ± standard deviation in this study. with a confidence interval of 95%. Stiffness data was analysed using a one-way ANOVA with a Bonferroni post-hoc test with confidence interval of 95%. Significance between two groups were analysed using an unpaired t-test for p < 0.05.
Results
SALS Analysis
Visual representative contour plots for each specimen category are shown in Figure   3 , where the white and black vectors illustrate the fibre orientation at each location across the interrogation region. Each sample category contained six specimens (n=6) which met the fibre orientation classification criteria, as described in Section 2.2, the results of this analysis are presented in Table 1 and 2, Appendix A (monotonic and cyclic specimens, respectively). was not statistically significantly less than the PD group in its ultimate load bearing capacity. The specimen variation within and between groups is illustrated both through the stress-strain plots (see Figure 4 ) and the high standard deviations associated with each mean UTS value (see Figure 5 ). The Weibull plot for this data-set indicated that although there was no trend towards failure with increasing cycle number for the PD group, the probability of failure did increase for the XD group for increasing cycle number (see Figure 7 ). This 95% confidence interval plot shows a 50% probability of failure for the XD group at 375 cycles.
Figure 7:
Weibull plot showing trend towards a higher probability of failure with increasing cycle number for the XD specimens and no trend towards failure for PD specimens.
Discussion
The results presented in this study illustrate the role collagen fibre orientation and dispersion play in the mechanical response of GLBP. SALS analysis allowed for a non-destructive determination of the underlying fibre architecture of specimens prior to testing, which aided in the understanding of the subsequent performance of specimen groupings under differing loading environments.
Statistically significant differences were observed in the mean UTS and stiffness values in the XD group compared to the two remaining groups i.e. the XD values were significantly lower (see Figure 5 (a), (b)). Moreover, the high standard deviations associated with all groups were also reflected in the varied stress-strain curves observed in Figure 4 . For example, the UTS values recorded for the PD group range Interestingly, the HD group displayed mechanical properties comparable to that of the PD group, with no statistically significant differences between their respective UTS and failure strains (see Figure 5 (a), (b)). This was noteworthy, as HD specimens are characterised by fibres orientated in multiple directions, as opposed to PD specimens where fibres are predominantly aligned along the loading direction, as in PD samples.
Additionally, HD specimens exhibited a minor degree of non-linearity in their response to loading (see Figure 4 (b) ). Characterised by fibres orientated in multiple directions, the nonlinear response to loading seen in the HD group is possibly explained by an adequate proportion of fibres orientated along the loading direction, the stretching and recruitment of which resulted in a load bearing capacity similar to that of the PD group.
Although not statistically significant, it is evident in Figure 5 (c) that the mean failure strain of the XD group was lower than that of the remaining two groups. This was possibly explained by the absence of fibre recruitment during loading, resulting in increased stress in the matrix, leading to tissue-level failure at a lower strain. The failure strain of the PD and HD groups were very similar (16.3 ± 2.7 % and 15.5 ± 1.6 %, respectively), and the macro-failure in such samples is likely due to rupture of previously recruited collagen fibres, as illustrated through the non-linear response to loading (see Figure 4 (b), (c)).
Cyclic testing of PD and XD groups revealed the significant influence of fibre orientation on the fatigue life of specimens. As evident in Figure 6 (a), all PD specimens reached run-out, while the XD fatigue life was much lower in comparison. Four samples in this group had failed by 23 loading cycles (see Table 2 , Appendix A).
Interestingly, an inverse trend was observed for this group between eccentricity and cycles to failure, where the sample with the highest eccentricity value failed after a single loading cycle, in contrast to the sample with the lowest eccentricity value, which was the only XD sample to reach run-out (see sample 'XD 1' and 'XD 6' respectively, Table 2 , Appendix A). Even with this particular specimen's high number of cycles to failure, the mean behaviour of PD and XD groups was statistically significantly different; culminating in a 50% probability of failure for XD samples at 375 loading cycles (see Figure 7 ). It is also important to note that PD specimens displayed an increase in stiffness at the test end point, which is likely due to fibres becoming even more aligned with the loading direction as the cycle number increased (see Figure 6 (b)). The contrast in repeatability of the fatigue life between XD/PD groups further indicates the importance of characterising leaflet fibre orientations, so that fibres can be aligned with principal loading directions in-vivo. To investigate this further in future studies, the eccentricity threshold could be increased in order to more explicitly categorise specimens as highly aligned PD/XD (i.e. from 0.65 to 0.75). Furthermore, the fibre orientation range for which specimens are classified as PD/XD could also be narrowed (i.e. 0° ± 15° and 90° ± 15°, respectively).
To the authors' knowledge, previous studies investigating the mechanical properties of GLBP have not explored specimens in which the collagen fibres are highly dispersed [32] - [39] . The noteworthy mechanical strength of the HD group seen in this study warrants further investigation; principally motivated by their multi-fibre orientation. It is hypothesised that BHV leaflets harvested from such regions on the pericardial sac may be particularly well suited to the multi-directional loading in-vivo.
Furthermore, previous studies in the literature have been conducted on in-house fixed pericardium [17] , [32] , [34] - [36] , [39] . This study investigated commercially available GLBP, which displayed notable differences to previously reported results. Most importantly, the experiments conducted by Sun et al. [17] , which has been employed in a number of computational studies [40] - [42] , exhibits a very different stress-strain response to that seen here. Specifically, PD specimens stretched to 16% strain, reached a stress value of 1 MPa. In contrast, the average failure strain of commercial PD specimens was 16% strain in this study; corresponding to a mean stress value of 16.3 MPa (see Figure 4 (c)). A primary difference between such in-house fixed pericardium and commercially available pericardium is its exposure time to glutaraldehyde. In studies such as Sun et al. [17] , the tissue is fixed in glutaraldehyde for a short period of time and then stored in PBS prior to testing. In contrast, commercially fixed tissue is stored in glutaraldehyde until use.
The loading environment employed in this study was simplified in comparison to that of in-vivo, where leaflets are subjected to complex, multidirectional loading [6] . Thus, to investigate the response of GLBP under physiological conditions, future experimental set-ups will require incorporation of biaxial and flexural cyclic loading.
However, the experiments in the present study do provide an insight into the direct relationship between fibre orientation and loading direction. Various studies in the literature have conducted cyclic testing of GLBP, however these studies did not compare the fatigue performance of specimens of different fibre orientations [17] , [22] , [43] - [45] . Additionally, the stress-strain curves presented in Figure 4 show that sample groups (XD, HD, PD) behave similarly in the low-strain region, with significant divergences becoming evident as the maximum ultimate tensile strengths are approached. The early failure under cyclic loading seen in XD specimens ( Figure 6 ) may explain premature failures reported clinically [13] - [15] .
In conclusion, the results presented in this study illustrate the significant influence of fibre orientation and dispersion on the mechanical performance of GLBP, notably the extremely weak fatigue properties if samples are tested in the XD orientation.
Moreover, this indicates that pre-characterisation of leaflet architecture may be a critical factor in future strategies to improve leaflet durability. 
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